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Abstract
AIM
To develop a simplified bioartificial liver (BAL) device 
prototype, suitable to use freshly and preserved liver 
Microorgans (LMOs) as biological component. 

METHODS
The system consists of 140 capillary fibers through 
which goat blood is pumped. The evolution of hema-
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tocrit, plasma and extrafiber fluid osmolality was 
evaluated without any biological component, to chara-
cterize the prototype. LMOs were cut and cold stored 
48 h in BG35 and ViaSpan® solutions. Fresh LMOs were 
used as controls. After preservation, LMOs were loaded 
into the BAL and an ammonia overload was added. To 
assess LMOs viability and functionality, samples were 
taken to determine lactate dehydrogenase (LDH) release 
and ammonia detoxification capacity. 

RESULTS
The concentrations of ammonia and glucose, and the 
fluids osmolalities were matched after the first hour of 
perfusion, showing a proper exchange between blood 
and the biological compartment in the minibioreactor. 
After 120 min of perfusion, LMOs cold preserved in 
BG35 and ViaSpan® were able to detoxify 52.9% ± 6.5% 
and 53.6% ± 6.0%, respectively, of the initial ammonia 
overload. No significant differences were found with 
Controls (49.3% ± 8.8%, P  < 0.05). LDH release was 
6.0% ± 2.3% for control LMOs, and 6.2% ± 1.7% and 
14.3% ± 1.1% for BG35 and ViaSpan® cold preserved 
LMOs, respectively (n  = 6, P  < 0.05). 

CONCLUSION
This prototype relied on a simple design and excellent 
performance. It’s a practical tool to evaluate the 
detoxification ability of LMOs subjected to different 
preservation protocols.

Key words: Rat liver Microorgans; Cold preservation; 
BG35 preservation solution; Bioartificial liver device; 
Acute liver failure
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Core tip: This work describes the development of a 
simplified bioartiticial liver prototype (BAL, suitable to use 
rat liver Microorgans (LMOs) as biological component, 
and the evaluation of these tissue slices performance in 
this new model. We demonstrate that the minibioreactor 
constructed allows a good performance of fresh and cold 
preserved LMOs, showing the importance of architecture 
and model configuration on these devices design. Besides 
its application as BAL, this minibioreactor could serve as 
a suitable laboratory tool to evaluate the behavior and 
functionality of LMOs subjected to different preservation 
protocols due to its simple design and the utilization of 
standard materials.

Pizarro MD, Mediavilla MG, Quintana AB, Scandizzi ÁL, 
Rodriguez JV, Mamprin ME. Performance of coldpreserved rat 
liver Microorgans as the biological component of a simplified 
prototype model of bioartificial liver. World J Hepatol 2016; 
8(33): 14421451  Available from: URL: http://www.wjgnet.
com/19485182/full/v8/i33/1442.htm  DOI: http://dx.doi.org/10.4254/
wjh.v8.i33.1442

INTRODUCTION
To date, acute liver failure continues to be a defeating 
syndrome in the clinical practice due to its rapid develop
ment and its high risk of mortality. Patients always require 
a multidisciplinary approach for adequate management 
and subsequent organ transplantation. Unfortunately, the 
scarcity of donor organs often limits liver transplantation 
in time. Among the different approaches that have been 
tested to maintain the patients until transplantation 
and/or to facilitate selfregeneration of the damaged 
liver is the bioartificial liver (BAL)[1]. In BAL devices, the 
plasma of the patient is treated by its circulation through 
a bioreactor that accommodates a biologically active 
component which performs the diminished or lacking 
hepatic metabolic functions. Ammonia detoxification is 
one key task this biological component must carry out 
because increased blood levels of this metabolite are 
toxic to the central nervous system[2].

Investigations concerning the development of BAL 
devices containing normal hepatocytes are still being 
conducted[3,4]. Some researchers have chosen to employ 
immortalized hepatocytes[5] while others have focused 
their efforts in preparing bioreactors housing isolated 
hepatocyte with or without extracellular matrix and 
structural components[6,7]. 

Our group has already reported the construction 
of a minibioreactor (MBR) consisting in a hollow fiber 
based cartridge with blood flowing through the fiber 
lumens. Rat isolated hepatocytes were used as the 
biological component, showing an effective ammonia 
depuration rate[8]. Since it is thought that the “ideal” 
biological component for a BAL should contain all the 
constituents present in a liver lobule in order to obtain 
maximal function, we became interested in evaluating 
the performance of rat liver Microorgans (LMOs). These 
are thin fragments of tissue that retain the basic micro
architecture of the liver lobe, including cell to cell contact 
and cell to cell communication[9,10]. 

On the other hand, in order to become a useful clinical 
tool, any BAL device must be ready to use when a patient 
needs it. This means the biological component should 
be not only available but viable and functional. In a 
previous work we have presented BG35 [Bes-Gluconate-
Polyetyleneglycol (PEG) 35 kDa], a novel preservation 
solution, that exhibited an efficacy similar to that of 
the ViaSpan® to give protection to LMOs against injury 
produced by the ischemia followed by reoxygenation 
suffered as a consequence of cold preservation[11]. 

The objectives of this work were to develop a sim-
plified prototype BAL suitable to use LMOs as biological 
component, and to evaluate the performance of fresh 
and cold preserved rat LMOs in this model.

MATERIALS AND METHODS
MBR
The MBR (Figure 1) was constructed using a 25 cm2 



1444 November 28, 2016|Volume 8|Issue 33|WJH|www.wjgnet.com

culture flask, adding a loading port (Lp) on top, a 
Y-polypropylene connector (Nalgene cat. 6152-0375) onto 
its lid and a simple connector at one side. One hundred 
and forty PolyamixTM hollow fibers (Gambro, Hechingen, 
Germany) are assembled to these two connectors and 
sealed with epoxy glue. The diverse parts that made up 
the MBR can be appreciated in Figure 1.

In the MBR, two main compartments can be distin-
guished: The hollow fibers internal lumen constitutes the 
blood compartment, while the biological compartment 
(BC) comprises the space outside the hollow fibers (total 
volume of 50 cm3). A silicone tube (Ox, oxygenator) 
enters to the BC through the Y connector and allows 
the oxygenation of the BC fluid. The LMOs were placed 
in the biological compartment through the Lp port and 
released on the flat surface of the device. This allows 
a homogeneous distribution of LMOs and a better 
oxygenation and exchange of solutes. 

Components of the perfusion system and its 
manipulation
The components of the perfusion system used are 
detailed in Figure 2. The blood reservoir, that contains 
a clot filter, and the MBR are immersed in a water 
bath at 37 ℃. The peristaltic pump (model 7554-60, 
Cole Parmer, United States) allows the recirculation of 
heparinized goat blood (total volume: 35 mL) through 
all the system at a constant flow of 9 mL/min. 

In all the experiments performed, we first filled 
the system with goat blood via the inlet tube and then 
inoculated 1 g of LMOs into the BC (or Krebs-Henseleit 
Reoxygenation media (KHR) alone, in the experiments 
done to characterize system operation, which com
position is shown in page 11). The silicone tube was used 
to oxygenate the BC compartment with carbogen gas 
(95% O2/5% CO2) at a stable pressure of 85 mmHg. The 
blood pH was kept at 7.40 ± 0.50 adding 8.4% sodium 
bicarbonate if necessary.

To test ammonia detoxification capability of the rat 
LMOs, we added an aliquot of an ammonium chloride 
solution (approximate concentration: 350 mmol/L) to 

the blood in order to achieve an initial ammonia plasma 
concentration of 1.06 ± 0.12 mmol/L, n = 6 (blood 
sample t = 0). Then, we initiated blood perfusion and 
took blood and BC fluid samples after 60 and 120 min 
of operation to perform the different assays detailed 
below.

Characterization of the MBR perfusion system
In order to characterize the operation of the system 
“in vitro”, i.e., without LMOs, different MBR were 
perfused for 120 min with only KHR solution inside the 
BC compartment and the following parameters were 
evaluated:

Hematocrit, to determine the probable rupture of 
some fibers with the concomitant passage of blood to 
the BC, and to study the possible hemolytic action of 
the peristaltic pump. Blood samples were taken from 
blood sample port at different perfusion times and were 
centrifuged (1000 x g - 3 min, Rolco CH24 centrifuge). 
The hematocrit was calculated using the next equation: 

Hematocrit (%) = red blood cells volume/blood total 
volume. 

Plasma and extrafiber fluid osmolality, were 
measured in order to monitor the correct transfer of 
fluids between blood and the BC, using a freezing point 
osmometer (Osmomat 030, Gonotec, GmbH, Berlin, 
Germany).

Protein analysis using fast protein liquid chroma
tography (FPLC), in order to study the diffusive properties 
of the hollow fibers used in the construction of the MBR 
and to determine the possible passage of plasmatic 
proteins towards the BC, especially those belonging to 
the immune system that could damage the biological 
component (described below). 

Metabolite concentration in both compartments, such 
as glucose and ammonia, to determine their correct 
distribution in the MBR (described below).

Hemolysis determination
Samples of plasma were taken after 0, 60 and 120 min 
of perfusion and hemoglobin concentration was deter
mined using the oxyhemoglobin method[12].

Blood in Blood out
Bsp

Lp BC

Ox

O2/CO2

Figure 1  Minibioreactor device. BC: Biological compartment; Lp: Loading 
port; O2/CO2: Carbogen supply line; Ox: Silicone tube oxygenator; Bsp: Blood 
sample port.

A

B

C

D

Figure 2  In vitro perfusion system. A: Peristaltic pump; B: Minibioreactor; C: 
Blood reservoir; D: External oxygen supply.
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To calculate the percentage of hemolysis, we used 
the following equation, described by Arnaud[13]:

Hemolysis (%) = 100 × {[HbS × (1 - Ht)] ÷ HbT}
where HbS is the hemoglobin content, expressed 

in g/100 mL, of the different samples; HbT is the total 
hemoglobin content (in whole blood), and Ht is the 
hematocrit value measured after 0, 60 or 120 min of 
perfusion.

FPLC analysis
Samples of basal plasma and BC fluid were taken after 60 
and 120 min of perfusion and analyzed by Gel Filtration 
Chromatography. They were centrifuged (12100 × g 
- 5 min), filtered and 100 μL were seeded in a Tricorn 
Superdex-200 column (30 × 1 cm, GE Healthcare, 
Sweden), equilibrated with 50 mmol/L Tris, 150 mmol/L 
NaCl buffer, pH 7.00, previously degassed by vacuum 
filtration. The column was manipulated using an ÄKTA-
Prime equipment (GE Healthcare, Sweden), at a cons-
tant flow of 0.5 mL/min. Each sample was analyzed in 
duplicate. Chromatograms were registered measuring 
absorbance at 280 nm and, to determine the protein 
molecular weight, a standard calibration curve was made 
using a “Molecular Weights 29000-700000” kit, following 
the supplier’s instructions (Sigma-Aldrich, St Louis, 
Missouri, United States).

Animals 
The livers were obtained from male Wistar rats weighing 
250300 g. Animals had access to regular laboratory food 
for rodents and water ad libitum. Animals were cared in 
conformity with the principles and recommendations for 

the care and utilization of laboratory animals, suggested 
by the National Academy of Sciences. The rats were 
adapted to experimental laboratory environment for 
fourteen days before to experimentation. All experimental 
procedures were authorized by the School of Biochemical 
and Pharmaceutical Sciences Institutional Animal Care 
and Use Committee (Res No. 139/2011).

Preparation of rat LMOs 
LMOs were manually cut from rat livers into slices of 
338 ± 27 μm thickness, n = 25. They were cut using 
a microtome blade attached to a plastic handle. We 
performed all the manipulations on ice (at 0 ℃) to 
decrease tissue injury, and on top of a paper filter to 
avoid the pieces of livers from sliding what could impede 
the correct cutting of the tissue[14]. 

Subsequently, LMOs were allocated in various 
solutions. Control group (non-preserved or fresh) LMOs 
were suspended in KHR and directly put in the MBR 
perfusion. KHR buffer was composed as follows: 114 
mmol/L NaCl, 25 mmol/L NaHCO3, 1.2 mmol/L KH2PO4, 
1.2 mmol/L MgSO4, 4.8 mmol/L KCl, 1.5 mmol/L CaCl2, 
10 mmol/L HEPES, 25 mmol/L glucose, 5 mmol/L 
fructose, 1 mmol/L allopurinol, 3 mmol/L glycine, 10 
μmol/L adenosine, 6 mmol/L ornithine, 10 mmol/L sodium 
lactate; pH 7.40, 328 ± 7 mOsm/kg water (n = 6)[15]. 
Preserved LMOs were stored 48 h in BG35 and ViaSpan® 
solutions (Table 1) before MBR perfusion as explained in 
the next section.

Preservation of LMOs
As it was stated, in the case of the preserved groups, 
LMOs were stored in two different preservation solutions. 
Fifty LMOs were preserved during 48 h at 0 ℃[11] in 
a crystal flask immerse in 50 mL of one of these pre-
servation solutions: (1) ViaSpan® (Bristol-Myers Squibb 
Pharmaceutical Limited; ViaSpan® group); and (2) BG35 
(Bes-Gluconate plus 4% PEG 35 kDa; BG35 group).

The composition of the preservation solutions used 
are shown in Table 1. A period of 48 h of preservation was 
selected since in initial investigations (data not exposed) 
the viability evaluated by lactate dehydrogenase (LDH) 
leakage was modestly changed by 1 d of cold ischemia, 
but a pronounced increase was observed after 2 d.

After 48 h of cold preservation, LMOs were com-
pletely rinsed with a flush solution earlier reported by 
our group[16] to fully eliminate residual cold preservation 
solution. After that, LMOs were placed into the MBR.

LDH release 
Viability of LMOs was tested by LDH release. LDH 
activity was determined in the BC fluid and the slices as 
earlier explained[17]. Data are shown as the percentage 
of the total enzyme activity released into the incubation 
medium.

Measurement of plasma and BC fluid ammonia 
concentrations
Samples of blood and BC fluid were taken at different 

ViaSpan® BG35

Impermeants (mmol/L)
   Lactobionate 100
   Gluconate 100
   Raffinose   30
Buffers (mmol/L)
   KH2PO4   25        2.5
   BES   50
Substrates (mmol/L)
   Allopurinol     1     1
   Glutathione     3     3
   Adenosine     5     5
   Glycine   15
   MgSO4     5     5
Colloids (g/L)
   HES   50
   PEG 35000   40
   pH          7.40          7.40
Osm (mOsm/kg water) 320 ± 4 339 ± 4

Table 1  Composition of the preservation solutions ViaSpan® 
and BG35

Dexamethasone 16 mg/L, insulin 40 UI/L and penicillin G 200000 UI/L 
were added to ViaSpan® before use. Streptomycin 0.25 mg/mL and 
penicillin G 10 UI/mL were added to BG35 before use. All the solutions 
were bubbled with 100 % N2 for 45 min at 0 ℃ before use. BES: N, N-bis 
(2-hydroxyethyl)-2-aminoethanesulfonic acid; HES: Hydroxyethyl starch; 
PEG: Polyethyleneglycol.

Pizarro MD et al . Preserved Microorgans applied in bioartificial liver
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periods of time (0, 60 and 120 min), blood samples were 
centrifuged (12000 × g, 3 min) and all samples were 
conserved in liquid nitrogen until the determinations 
were performed. Ammonia was measured using the van 
Anken enzymatic determination in a volume of 0.8 mL 
consisting of 66.7 mmol/L phosphate buffer, pH 8.30, 0.14 
mmol/L, NADPH, 6.5 mmol/L sodium-ketoglutarate, 2.5 
mmol/L ADP, 120 UI/mL glutamate dehydrogenase (cat. 
#G2626, Sigma Aldrich St. Louis, MO, United States)[18].

The following equations were then used to calculate 
ammonia mass balance:

QB,t = [(A)B,t × VB,t] - [(A)B,Bas × VB,t] 
QBC,t = [(A)BC,t × VBC,t] - [(A)BC,Bas × VBC,t]
QT,t = QB,t + QBC,t

Where: QB,t and QBC,t represent the ammonia mass at 
time t in blood and the BC fluid respectively; (A)B,t and 
(A)BC,t are the ammonia concentrations in blood and BC 
fluid at different times; (A)B,Bas is basal blood ammonia 
concentration; VB,t and VBC,t are the blood and BC fluid 
volumes, and QT,t is the total ammonia mass at different 
times.

The ammonia detoxification capacity is expressed 
as the % of the initial dose detoxified at different times 
and was calculated using the following equation. 

% Dose = 100 - [(QT,t x 100)/QT,0]
Where QT,0 is total ammonia mass at time 0. 

Determination of plasma and BC fluid glucose 
concentrations
Glucose was determined using a commercial kit (“Glicemia 
Enzimática AA”, Wiener Laboratories, Rosario, Argentina) 
and following the manufacturer’s instructions.

Histology
Samples of livers from all experimental groups were 
fixed in 10% formaldehyde, dehydrated, embedded 
in paraffin, sectioned with a micrometer, stained with 
hematoxylineosin and mounted. Sections were micro
scopically analyzed and some aspects of the hepatic 
parenchyma were taken into consideration: Hepatic 
cell plate organization, the form of endothelial cells and 
hepatocytes, presence of necrotic areas and blebs in the 
plasmatic membrane of the hepatocytes. To perform the 
analyses, we used a light field microscope (Olympus Co, 
LTD. Model U-MDOB), equipped with a digital camera 
(Olympus model D-360 Zoom-3.2 megapixels of 
resolution).

Materials 
Chemicals were purchased from Sigma (St. Louis, 

Missouri, United States) and were analytical grade pure.

Statistical analysis
Results are presented as mean ± SD. We performed a 
oneway or multifactor analysis of variance with Scheffe’s 
multiple range test as posttest to establish the statistical 
significance of the differences between means. P values 
smaller than 0.05 were taken as statistically significant. 
The statistical review of the study was performed by a 
biomedical statistician.

RESULTS
Time course evolution of MBR functional parameters 
during 120 min of perfusion
In order to characterize the “in vitro system” operation, 
different MBR were perfused for 120 min, without any 
biological component. The mean data of six individual 
runs are shown in Table 2. The plasma/BC relationship 
did not change during the experiments. Plasma and KHR 
solution osmolalities were arrived to equilibrium after the 
first hour of perfusion, demonstrating a proper exchange 
of solutes between the two compartments. No significant 
variation of the hematocrits was observed during the 
function of the system, but a minimum breakup of the 
erythrocytes was generated after 120 min of perfusion 
by the activity of the peristaltic pump. Ammonia con
centration became equal in both compartments after 
the first hour of perfusion and the total mass (Q) of 
this metabolite remained constant during the whole 
experiment, indicating that no loss or interactions with 
any system component occurred. Similar behavior was 
observed for glucose distribution.

FPLC analysis
The protein analysis by gel filtration chromatography is 
shown in Figure 3. In the chromatogram obtained for a 
sample of basal plasma (Figure 3B) we can observe the 
presence of two main peaks. Based on the calibration 
curve obtained (Figure 3A), they can be assigned to the 
major plasma proteins: Albumin [elution volume (Ve) 
= 14.15 mL] and immunoglobulins (mainly IgG, Ve = 
12.52 mL). Two minor peaks are also appreciated (Ve < 
9 mL) that correspond to proteins of high molecular weight 
(MW > 700 kDa). These could be α2-macroglobulin (MW 
= 725 kDa, Ve = 8.92 mL) and the pentameric form of 
IgM (MW = 950 kDa, Ve = 8.22 mL). Figure 3C shows 
the chromatogram obtained for a sample of the BC fluid 
after 120 min of blood perfusion (the same result was 
obtained after 60 min). It can be noticed that none of the 

Perfusion time (Osm)B/(Osm)BC Hto (%) Hemolysis (%) (Glucose)B/(Glucose)BC (NH4
+)B/(NH4

+)BC QNH4
+ (μmol)

0 min 0.94 ± 0.02 47 ± 3 0.27 ± 0.09 0.09 ± 0.04 52.8 ± 4.0 36.3 ± 1.6
60 min 1.00 ± 0.02 44 ± 5 0.59 ± 0.10 0.77 ± 0.07   1.1 ± 0.1 36.1 ± 1.6
120 min 1.00 ± 0.01 45 ± 3 0.79 ± 0.12 0.90 ± 0.06   1.2 ± 0.3 36.1 ± 1.5

Table 2  Time course evolution of minibioreactor functional parameters during 120 min of perfusion

B: Blood; BC: Biological compartment.

Pizarro MD et al . Preserved Microorgans applied in bioartificial liver
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plasma proteins was capable of crossing the membrane 
of the hollow fibers used in the construction of the MBR.

Evolution of the amount of LDH released by fresh 
LMOs and LMOs cold preserved in BG35 and ViaSpan® 
solutions after two hours of MBR perfusion.
Figure 4 exposes the time changes in LMOs viability 
(determined by LDH release) throughout the two hours 
of the experiments performed. One gram of fresh 
LMOs (controls) or LMOs cold preserved in BG35 and 
ViaSpan® solutions was loaded into the BC and the MBR 
was then perfused during 120 min. The amount of enzyme 
released by fresh LMOs and LMOs cold preserved in BG35 
showed a minor increase after two hours of perfusion. 
However, LMOs preserved in ViaSpan® solution showed a 
statistically significant raise in this parameter as perfusion 
time increased. The values of LDH release reached after 
120 min in the MBR were: 6.0% ± 2.3% for controls; 

6.2% ± 1.7% for LMOs cold preserved in BG35 and 
14.3% ± 1.1% for the group cold preserved in ViaSpan®, 
(P < 0.05 n = 6).

Evolution of ammonia detoxification for fresh LMOs and 
LMOs cold preserved in BG35 and ViaSpan® solutions
The ammonia detoxification capability of the device 
was evaluated by measuring the time course evolution 
of plasma ammonia concentration: An ammonia over
load was added to the blood to obtain an ammonia 
plasma concentration of 1.06 ± 0.12 mmol/L, n = 6. We 
determined the ammonia content in blood and BC fluid 
samples obtained before initiating the perfusion (time 0) 
and after the first and second hour of operation (time 
60 and 120 min, respectively). In Figure 5A it can be 
appreciated the LMOs ammonia detoxification capacity 
during two hours of MBR functioning. It can be observed 
that both preserved groups were able to detoxify a 
percentage of ammonium initial doses similar to control 
group, during the whole experiment. After two hours, 
the percentage of the initial dose detoxified (Figure 5A) 
was 49.3% ± 8.8% for controls LMOs; 52.9 ± 6.5 for 
BG35 and 53.6 ± 6.0 for ViaSpan® preserved LMOs (n 
= 6). To get a better knowledge about the amount of 
ammonia that LMOs were able to metabolize in the MBR, 
Figure 5B shows the µmols of this compound detoxified 
per gram of wet tissue. The values reached at the end of 
the perfusion period were: Control: 13.2 ± 2.2; BG35: 
14.2 ± 3.8, and ViaSpan® 16.0 ± 1.1 μmol of NH4

+ deto
xified/g wet tissue (n = 6).

Histology
Control and cold preserved LMOs (48 h in BG35 and 
ViaSpan® solutions) were morphologically analyzed to 
assess hepatic tissue integrity, at the beginning and after 
2 h of perfusion in the MBR. 

Control LMOs showed normal hepatocyte cords with 
fusiform endothelial cells attached to the extracellular 
matrix of perisinusioidal space (EMPS), both at 0 min 
and at 120 min of perfusion period in the MBR (Figure 
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Figure 4  Time course of lactate dehydrogenase release during 120 min 
of minibioreactor perfusion determined for fresh and cold preserved liver 
microorgans in BG35 and ViaSpan® solutions. Data are expressed as mean 
± SD for 6 liver microorgans (LMOs) preparations. Different from control, aP < 
0.05; Different from all the other reoxygenation times, cP < 0.05, n = 6 LMOs 
independent preparations for each condition. LDH: Lactate dehydrogenase.
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6A and B). 
LMOs preserved in BG35 had organized hepatocyte 

cords with sinusoids slightly dilated and endothelial cells 
with two different morphology patterns: Fusiform or 
rounded, both attached to EMPS (Figure 6D) at 0 min. 
After 120 min, morphological features changed. Heptocyte 
cords continued to be organized but sinusoids were dilated 
with abundant rounded endothelial cells either attached 
to EMPS or seen inside sinusoidal lumen (Figure 6E). 

At 0 min, LMOs preserved in ViaSpan® solution 
showed balonized hepatocytes and abundant rounded 
endothelial cells. Endothelial cells were attached to 
EMPS and sinusoidal lumen was dilated (Figure 6D). 
At 120 min LMOs had abundant blebs and areas of 
disrupted hepatocyte cords (Figure 6E).

DISCUSSION
The goal of this study was the development of a simplified 
BAL prototype suitable to use LMOs as biological 
component, and the evaluation of fresh and cold pre
served rat LMOs performance in this model. 

Our simple hollow fiber MBR was constructed to 
enable the control of LMOs performance (i.e., viability 
and detoxification, but also suitable for the measurement 
of other parameters such as synthesis functions specific 
of liver) and sampling of blood and BC fluid during 
operation. In a first stage, we characterized this sim
plified prototype by setting different functional para

meters without the biological component. We observed 
an optimum exchange of fluids and metabolites. The 
PolyamixTM hollow fibers used allow adequate diffusive 
and convective mass transport. In order to evaluate the 
performance of these fibers against large size molecules 
we determined their permeability to plasma proteins. 
The experiments using FPLC showed that the pore size 
of the membranes used, with a cutoff value of 50 kDa, 
blocks the transfer of plasma proteins into the BC thus 
preventing damage of LMOs by the hypothetical patient’s 
immune system proteins (antibodies, complement system).

After checking the system operation without any 
biological component, as a final step of the “in vitro” 
characterization of our BAL model, a validation step was 
performed, evaluating the performance of control and 
preserved LMOs in the MBR designed. The architecture 
chosen for the BAL we present here was not trivial; 
the BAL system in use in our laboratory, with isolated 
hepatocytes as biological component, was not suitable 
for LMOs which almost did not detoxify ammonia when 
applied to it (data not shown). As LMOs detoxification of 
ammonia on flat plates[11] was satisfactory, we decided 
to construct a “flat bottom” BAL to allow accommodating 
the tissue slices in a less crowded manner. In BAL devices 
designed to use LMOs, it is essential that the bioreactor 
architecture ensures a good viability of this biological 
component during the blood detoxification performance.

We observed that LDH releasing from LMOs cold 
preserved in Viaspan® was increasing with the perfusion 
time and this phenomenon was not observed for LMOs 
preserved in BG35 solution or controls. This fact can 
be attributed to a protective effect exerted by PEG 
35000 kDa (key component of BG35 solution) on cell 
membranes[14,19,20]. 

Observation of ammonia depuration is an evidence 
of hepatic synthetic function and is an important feature 
to propose the device we present here for clinical app
lication[21,22]. When this MBR was challenged with an 
ammonia overload it showed an effective detoxification of 
this detrimental metabolite, either when cold preserved 
or fresh LMOs were examined. LMOs cold preserved in 
both preservation solutions were able to detoxify a similar 
percentage of the initial dose as compared to the control 
group. Although LMOs cold preserved in ViaSpan® showed 
higher levels of LDH release after 120 min of reperfusion 
they were able to detoxify an ammonium overload as 
well as control and cold preserved in BG35 solution LMOs 
did. Our group had already shown that, immediately 
after 48 h of cold preservation, ATP levels were severely 
decreased but they were actively replenished during 
reperfusion[23,24]. This fact can explain the good ammo
nium detoxification performance observed and constitute 
an indication of LMOs conserved mitochondrial function 
after cold preservation. Histological evaluation of LMOs 
showed that although BG35 protect hepatic morphology 
better than ViaSpan® solution, both cold preservation 
solutions proved to be useful to preserve the biological 
component integrity in our flat-plate model of MBR.

To provide a clear idea of the amount of ammonia that 
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Figure 5  Evolution of (A) initial dose of ammonium detoxified (%) (B) 
detoxification of ammonia (μmol/g wet tissue) for fresh cold preserved 
liver Microorgans in BG35 and ViaSpan® solutions used as a biological 
component in the minibioreactor. Data are expressed as mean ± SD, n = 6 
liver Microorgans independent preparations for each condition.

Pizarro MD et al . Preserved Microorgans applied in bioartificial liver



1449 November 28, 2016|Volume 8|Issue 33|WJH|www.wjgnet.com

LMOs were able to metabolize, we also determined the 
amount (μmol) of this compound detoxified per gram of 
wet tissue during reperfusion. Once again we found similar 
levels of ammonium detoxification between control LMOs 
and LMOs cold preserved in Viaspan® or BG35 solution. 
The ammonium concentration in blood of patients with 
acute liver failure (ALF) could be greater than 0.2 mmol/L 
and it should be considered that also there is a continuous 
infusion of this metabolite to blood flow. In our in vitro 
experiments we used a higher concentration (1 mmol/L) 
since we worked with a single initial dose of ammonium. 
In addition, Calligaris et al[25] showed that neither cell 
viability nor ammonium detoxification capacity of freshly 
isolated hepatocyte suspensions were affected by the 

concentration of the initial ammonium overload. 
It is important to consider that in this work we tested 

two preservation solutions: ViaSpan® which is the gold 
standard in liver preservation[26,27] and BG35 that was 
design by our group specifically to suit cold preservation 
of LMOs, and the entire liver in the future. The use of 
BG35 solution for the cold storage of LMOs may facilitate 
liver research since one litter of ViaSpan® is about 3 time 
more expensive than the same volume of BG35[11,14].

The experimental MBR presented in this study 
relied on a simple design and was constructed using 
standard materials available in most laboratories. Due 
to these facts we foresee its employment as a useful 
tool to study the performance of LMOs submitted either 
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Figure 6  Liver microorgans histology. Hematoxylin-eosin. Samples were taken from control and preserved groups at the beginning (A, C and E) and at the end (t 
= 120 min) (B, D and F) of the experiment. Controls (A and B) showed normal hepatic parenchyma with fusiform endothelial cells (arrows) attached to perisinusoidal 
extracellular matrix and conserved hepatocyte cords. Sinusoids appeared dilated (bold arrow head) after 120 min. Liver microorgans (LMOs) preserved in BG35 (C 
and D) presented conserved hepatic architecture with fusiform (arrows) and rounded (bold arrows) endothelial cells. Sinusoids were dilated (bold arrow heads). LMOs 
preserved in ViaSpan® (E and F) had fusiform (arrows) and rounded (bold arrows) endothelial cells, dilated sinusoids (bold arrow head), and balonized hepatocytes (b) 
at the beginning of the experiment. F: After 120 min, blebs (a) and areas of hepatocyte trabecular disruption (d) were also found. Central Vein (CV). Magnification × 
200. n = 6 LMOs independent preparations for each condition. c: Central vein.
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to preservation protocols or any other treatment or 
condition. Taking into account all the results previously 
shown, we have demonstrated that LMOs could be 
used as the biological component of the MBR designed, 
showing an adequate capacity to detoxify ammonia. We 
have also optimized the techniques to cold preserve this 
biocomponent to ensure its continuous availability, which 
is essential for any BAL to become a useful therapeutic 
tool for patients with ALF. As future prospects, these 
results encourage us to study other important liver 
functions, as transcription of albumin and clotting factors 
during reperfusion and to challenge it to treat acute 
liver failure of small animal models which will allow the 
measurement of bilirubin conjugation, blood clotting 
functions or intracranial pressure all important clinical 
prognostic predictors for ALF patients[2830]. Also, to scale 
this MBR up and evaluate it in big animal models of ALF 
such as pigs.
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COMMENTS
Background
Acute liver failure is a condition that sometimes is resolved spontaneously but 
in most cases requires liver transplantation. The regeneration capacity of the 
liver seems to be behind the cases were, after the first insult has disappeared, 
the organ recovers by itself. This has been shown to be a consequence of the 
amount of viable mass remaining in terms of tissue capacity to cope with the 
detoxification of harmful metabolites produced by the damage and to provide 
the needed quantities of essential liver produced molecules and factors. 
This is why many attempts have been pursued to help the patient´s liver to 
transit this acute failure and either recover or extend the time frame for a liver 
transplantation to be practical. In this sense, bioartificial liver (BAL) is thought 
as the better choice to accomplish this job but till now it is only performed by 
medical care teams that are able to obtain the biological component in the 
same unit making the practice limited to very few centers in the world.

Research frontiers
A choice for the optimal biological component for BAL devices, as looking 
forward to develop a tool ready to use worldwide, is not straightforward. Hepatic 
derived cell lines, whole animal livers (even “humanized” organs) and primary 
human or animal hepatocytes have been proposed and tested but none have 
proven to be easily translatable to health centers reality. The work presented 
here proposes the use of tissue slices [liver Microorgans (LMOs)] and their 
preservation for at least 48 h in a preservation solution designed by their group. 
The obtainment of this biological component presents much less technical 
difficulty than isolation of viable hepatocyes and it bares all the cellular types 
and a conserved micro-architecture compared to the liver itself. The authors 
also show the extension of the period of use of these LMOs from few hours to 2 
d and they are certain that it could be increased more by tuning the composition 
of their BG35 solution further.

Innovations and breakthroughs
To date the reports found in the literature inform the use of isolated cells, 
either primary hepatocytes or continuous cell lines, or even whole pig livers 
and attempts have been made to cultivate the cellular component on artificial 
scaffolds mimicking extracellular matrices and micro-architecture. This 
biological components are used either fresh isolated or obtained directly 
by in vitro culturing. To the best of our knowledge, the authors are the only 
group using and combining tissue slices and cold preservation techniques to 

successfully apply these LMOs onto BAL devices. The authors are still working 
with the dimensions of a mini-prototype that should be scaled up to be used for 
human patients and this is the future challenge the authors have to undertake.

Applications
It follows that the application of their results would be the design of a BAL 
accessible on demand at low cost in health care centers for the treatment of 
patients, with either acute or chronic liver failure, for their recovery, or as a support 
until organ transplantation, and to ameliorate their quality of life in the process. 

Peer-review
This is an in vitro study for demonstration of the bio-artificial liver with detoxi-
fication. An interesting study for research design and innovation of the device. 
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